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Multiparametric Detection of Apoptosis (1) 
 

 

Background
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Additional Considerations 

1. Single colour control: when combining fluorochromes with overlapping fluorescence 
emission, a single colour positive control should be prepared for each dye in the 
experiment.  

2. Negative control: unstained cells can be used to set the base line o


